Background: Yttrium-90 dosimetry after radioembolization is reliant on accurate quantitative imaging of the microsphere deposition. Previous studies have focused on the correction of geometrical resolution effects. Purpose: To uncover additional effects of respiratory motion. Material and Methods: Mathematical models describing spherical tumors were formed and two blurring effects, limited geometrical resolution and respiratory motion, were simulated. The virtual images were used as basis for dose volume histogram estimations by convolving the radioactivity representations with a dose point kernel.
Introduction
Liver metastases are often therapeutically challenging; however, techniques such as stereotactic radiotherapy, radiofrequency ablation, and radioembolization have a promising role for patients with unresectable disease (1) . Radioembolization, or selective internal radiation therapy (SIRT), is based on the nature of the tumor vasculature, allowing delivery of isotopes with short ranged radiation directly to the tumors. Yttrium-90 loaded microspheres are delivered to the tumor via the hepatic artery, from which liver malignancies receive most of their blood supply. Because the normal liver tissue is supplied mainly by the portal vein, this approach will potentially spare healthy tissue from radiation damage.
1 GBq 90 Y per kilogram of liver tissue with a uniform distribution of microspheres provides 50 Gy radiation dose to the whole organ (2) . Even though the fraction to tumor tissue can be assumed higher than to normal tissue due to vasculature, the delivery of typically 2-3 GBq 90 Y calls for a close control and investigation of dose distribution. Sarfaraz et al. estimated mean absorbed doses to tumor and normal liver tissue of 163 Gy and 58 Gy, respectively, in a patient treated with glass microspheres for hepatocellular carcinoma (3) . The study was based on 90 Y bremsstrahlung SPECT and was the first report of direct quantitative imaging for SIRT dosimetry. Later, PET imaging was introduced, and a mean dose to tumors of 104 Gy was estimated for a patient with colorectal liver metastases treated with resin microspheres (4) . An area of healthy liver tissue close to the tumor site was found exposed to 29 Gy. Mean tumor doses of 77-425 Gy were found for 11 patients in a later work (5) and Srinivas et al. reported mean tumor doses of 169 Gy (range ¼ 0-570 Gy) and mean normal tissue doses of 67 Gy in 56 patients with hepatocellular carcinomas (6) .
Accurate quantitative imaging of the deposition of microspheres is a requirement for reliable estimations of absorbed dose. The potential for reproducible activity quantitation across different PET systems has been demonstrated (7) . 90 Y PET images suffer from poor count statistics because of the very low positron abundance of 90 Y (8) . The PET scanner's inherent limited geometrical resolution also degrades the activity distribution image, by blurring. Correction for this blurring has been investigated by several groups (4,9,10). Respiratory movement is a known challenge in 18 F-FDG PET imaging of the liver (11), but to the authors' knowledge, no previous work has been performed on the dosimetric impact of respiratory motion during 90 Y PET imaging after SIRT. By simulating dose volume histograms, the aim of this study was to illustrate the potential errors made in calculated dose to tumor and normal liver tissue by using 90 Y PET as basis for microsphere distribution.
Material and Methods

Tumor models
All simulations and calculations were performed with the interactive data language (IDL, ITT visual solutions, Boulder, CO, USA). In this work we assumed, for illustration purposes, zero image noise. Perfect spheres with radiuses of 6, 12, 15, 24, and 36 mm were assumed to represent tumors. Voxel sizes of 1 Â 1 Â 1 mm 3 and 3 Â 3 Â 3 mm 3 were chosen. Two microsphere distribution models founded the basis of the simulations, homogeneous, and heterogeneous microsphere distribution.
Homogeneous microsphere distribution: The microspheres were assumed uniformly distributed in the spheres. As a homogeneous microsphere distribution throughout the volume seems especially unlikely for larger tumors, it was assumed irrelevant for the largest tumor models.
Heterogeneous microsphere distribution:
Microscopy studies of whole livers or tissue samples have shown that both glass and resin microspheres concentrate in the outer rim of tumors (12, 13) . According to biopsy studies, the resin microsphere density in normal tissue and in the tumor center is much less than in the periphery of the tumor (13) . We have for illustration purposes assumed an average heterogeneous distribution described by this work of Campbell et al. (Fig. 1c) .
Blurring effects and image scenarios
For the distributions, two blurring effects resulting in three different imaging scenarios were simulated.
Ideal PET imaging: The image of the microsphere distribution before any modifications is called scenario 1 ¼ ideal PET imaging (Fig. 1a and b, left panel) . This represents the true microsphere distribution and gives the real dose distribution.
Image blurring from respiratory motion: A sine function with an amplitude of 5 mm was assumed to represent respiratory motion (14) and image blurring caused by respiration was simulated by convolution in the cranio-caudal direction. The resulting image is called scenario 2 ¼ perfect resolution/respiratory movement ( Fig. 1a and b, middle panel) .
Image blurring by point spread function (PSF): We simulated geometric resolution according to our PET system, a Siemens Biograph 64 scanner (Siemens Healthineers, Erlangen, Germany). The resolution power with voxels 2.67 Â 2.67 Â 2.025, ordered subset expectation-maximization reconstruction algorithm with four iterations and eight subsets and a Gaussian filter of 5 mm full widths at half maximum, is 7.2 mm and 6.3 mm in the axial and longitudinal direction, respectively (15) . A three-dimensional (3D) Gaussian PSF describing the resolution power was made and a 3D convolution with the image blurred by respiration resulted in a new scenario. This scenario describes the combined blurring effects, called scenario 3 ¼ respiratory movement plus PSF blurring ( Fig. 1a and b, right panel).
Dosimetry
Yttrium-90 is a beta-emitter which decays with an average energy of 0.94 MeV, half-life of 64 h, and an average and maximum tissue penetration of 2.5 mm and 1.1 cm, respectively (16) . A beta dose point kernel (DPK) was obtained from tables of MIRD-pamphlet no. 7 (17) . The absorbed fraction of beta radiation was calculated by regression analysis with a fifth-grade polynomial on a carthesian grid. The dose distributions for the scenarios were obtained by convolving the 90 Y activity simulations with the DPK and then multiplying with the equilibrium dose, D eq , given by Eq. 1.
In Eq. 1, m is the mass,Ã is the cumulated activity, and E is the average beta energy. Because the microspheres are permanent implants,Ã is derived by the physical half-life. We assumed the following based on typical patient values at our hospital: (i) a total liver lobe volume of 1000 mL (i.e. 1 kg) with density 1 g/cm 3 ; (ii) an activity of 1 Gq of 90 Y; (iii) a 90/10% microsphere distribution between malignant and benign tissue respectively; (iv) a 20% tumor burden; and (v) that the tumors retain microspheres proportionally to their size.
Tumor tissue dosimetry:
Resulting dose volume histograms (DVHs) were plotted for all scenarios and radiuses. The dose distributions inside and around the spheres are reported, leaving out the bin with the smallest voxel values (from 0 Gy to x Gy depending on bin size x). In addition, max dose, D 25 , and D 50 were found. All DVHs are reported using a voxel size of 3 Â 3 Â 3 mm 3 , while as the tables quantify the results from the DVHs, the smaller voxel dimensions (1 Â 1 Â 1 mm 3 ) were chosen for tables. Normal hepatic tissue dosimetry: To find the dose contribution from microspheres that lodge in the tumor periphery, the area corresponding to the inside of the tumor volume was removed, giving the dose distribution in normal tissue only. The resulting DVHs are reported, in addition to the max dose, and the D 10 and D 25 fractions. The volume in the 1000 mL liver lobe (minus the tumor volume) with a positive dose value is also reported. The average dose from the microspheres that distributes from the hepatic artery to the normal liver tissue was also estimated, using the assumptions described above.
Results
Tumor tissue
The blurring effects of image scenarios 2 and 3 lead to a 90 Y uptake image larger than the actual tumor (Fig. 1) , assigning dose values to surrounding voxels with little or no real absorbed dose. Image scenario 1 reflects the ''real'' dose distribution in this simulated situation. Fig. 2b and d shows DVHs for the homogeneous microsphere distribution. The dosimetric errors from blurring are not surprisingly found largest for the small spheres and there are discrepancies between both maximum dose and minimum dose to 25% or 50% of the tumor volume (D 25 and D 50 ) for the different scenarios (Table 1) . For example, dose values deviations of approximately 20-30% are observed when respiratory blurring is applied (scenario 1 versus scenario 2) and of 55-60% for combined blurring effects (scenario 1 versus scenario 3), for 6 mm radius spheres. For spheres of 24 mm radius, the size exceeds the borders of the blurring effects (using our parameters) and the maximum dose is identical, but still some differences exist between D 50 values.
Although the same activity per volume is administrated to the tumors with heterogeneous microsphere distributions, the higher maximum doses are now due to an applied radial distribution with microspheres densely packed in the periphery (Table 2 ). In general, the same trend as for the homogeneous distributions can still be seen here; both blurring scenarios will cause a certain false spread of dose for the voxels. The sinusoidal respiratory motion will move the imaged high-density microsphere area (the periphery of the tumor), resulting in dose peaks of scenarios 2 and 3 shifted towards lower values (Fig. 2a, c, and e) . Here, the combined blurring effects cause the maximum dose value to never reach the actual maximum value. The overall deviations are worst for the smallest spheres of 6 mm radius. For the larger spheres, max dose and D 25 deviations of approximately 0-25% are observed between scenarios 1 and 2, and of 20-40% between scenarios 1 and 3. For our parameters, the D 50 values tended to show the best numerical agreement; however, the D 50 values could actually be overestimated due to the image misplacements of the periphery. Fig. 3 shows DVHs of the normal liver tissue in the ''treated'' liver lobe, for a 24-mm tumor radius, obtained by removing the actual tumor area (as it would be presented by co-registered CT imaging). As expected in an ideal image situation (scenario 1), the dose to normal tissue from the microspheres lodged in the tumor falls rapidly to zero. In scenario 3, the blurring of both respiration motion and PSF causes the dose distribution to spread throughout the normal liver tissue. The ''real'' dose distributions demonstrate somewhat higher dose values for the homogeneous simulations. This is due to the low-density microsphere rim, at the outmost tumor periphery, described by the heterogeneous distribution. Interestingly, although the image scenario 2 histogram is closer to the image scenario 1 histogram, image scenario 2 demonstrates the highest max value to normal tissue (Tables 3 and 4) . This is again the result of the mismatch between imaged and actual microsphere locations, combined with a missing/corrected PSF blurring. Adding PSF blurring spreads the misplaced dose, lowering the maximum dose, but dramatically increasing the volume of healthy tissue with assigned dose compared to only respiratory motion. Although normal liver tissue receives high single voxel doses, Tables 3 and 4 show that in an idealized situation D 10 is always below 30 Gy, which means that 90% of the healthy liver tissue receives a dose of less than 30 Gy. The corresponding D 25 is below 10 Gy, and the 50% dose fraction was below 1 Gy (data not shown). The dose value (D 25 ), which 75% of the volume receives a dose less than, is in fact below 10 Gy in all scenarios.
Normal hepatic tissue
In our simulations, we have assumed a 90/10% tumor to healthy liver tissue capillaries microsphere distribution, which from the latter results in an average dose to normal tissue of 6 Gy approximately. If the distribution is 60/40%, the average dose to normal tissue is increased to approximately 25 Gy. These doses will add up with the abovementioned doses.
Discussion
In this study, we investigated the effects of respiratory motion during 90 Y PET imaging after radioembolization with microspheres. In general, our simulations show that this motion can contribute to underestimations of tumor doses and overestimations of normal tissue doses. The largest errors can be expected for smaller tumors. A heterogeneous distribution of microspheres will likely contribute to worse errors for larger tumors.
While PSF blurring effects have been commonly investigated, respiratory motion during 90 Y PET imaging has been an area seldom addressed for any dosimetry study. It could seem desirable to establish a framework of ''motion coefficients'' to correlate a measured value to actual dose values, similar to recovery coefficients commonly used for intensity diffusion (or partial volume effect) correction (7) . Given the range of physiological and technical elements influencing the extend of the blurring effects, the intent of the current study was limited to demonstrate the potential errors caused by respiratory motion. Therefore, some simplifications were performed, i.e. blurring the activity distributions directly instead of reconstructing blurred acquisitions. However, it is likely that patient specific variations in breathing pattern or vascularization (affecting tumor microsphere distribution) will probably account for the largest uncertainties in measured-to-actual values. For our set of parameters, the respiratory motion could have just as large an impact as the geometric resolution for the dose values. To which extend each blurring effect contributes will depend on several factors. For PSF blurring the PET scanner's geometric resolution, the clinical voxel size, TOF versus non-TOF, the spatial PSF distribution will all have an effect. One approach of compensating for this is deconvolution, and our image scenario 2 (respiratory movement only) represents a situation where the geometric blurring is non-existing or accurately corrected. This is interesting because several attempts have been made to compensate for image intensity spreading for dosimetric purposes (4,9,10), while not regarding patient respiration. While such correction can contribute to more accurate tumor doses, we have demonstrated that it can actually result in the highest max dose and D 10 values to normal liver tissue, regardless of tumor radius and microsphere distribution. For respiratory blurring, our applied function, simulating movement with a sine function in cranio-caudal direction, is simplistic since the liver moves in all directions when the patient breathes. In patients, the distant peaks observed for scenarios 2 and 3 in Fig. 2 would therefore be more smeared out or completely absent and the additional blurring would probably contribute to further underestimation of tumor doses. Adding potential differences in respiration pattern to the uncertainty in microsphere distribution and the scanner and reconstruction specifics further demonstrates the difficulties encountered if introducing correction factors for measured-to-actual dose values.
For molecular radiation therapy the assessment of DVH values (minimum dose to x% of the volume) is of interest to evaluate dose coverage, but it is associated with certain difficulties. We have determined the tumor values using a common ''intensity-driven'' approach (9), by extracting voxel uptake value from a volume encircling the tumor defined on a PET image. Many of the voxels can then represent normal tissue, but the most intense (as the upper 25% or 50%) are likely tumor tissue. However, the mean tumor dose, and perhaps more importantly the D 90 or D 98 tumor dose, remains undefined. The other dosimetric approach is to define an anatomical VOI based on CT images, and extract the uptake values from the co-registered PET volume (5, 6) . As the CT acquisition is performed in an instant and blurring effects, as illustrated in Fig. 1 , will position some 90 Y uptake outside this confined area, this approach will also underestimate dose values.
(Note that our results for the real dose distribution, scenario 1, in Tables 1 and 2 would be identical regardless of the chosen approach.) Respiratory tracking during both CT and PET, as commonly performed for 18 F-FDG PET, seems challenging for 90 Y PET due to the low positron abundance.
The rate of radioembolization-induced liver disease for SIRT was reported to be less than 1% in USA treatment centers (18) . Whole liver radiation doses in excess of 30 Gy and 40 Gy delivered by external beam therapy (EBRT) will, in 5% and 50% of patients, respectively, result in liver failure within five years (19, 20) . The corresponding dose limit for irradiation of one-third of the liver is 50 Gy and 55 Gy. A seemingly discrepancy between EBRT and SIRT complication risks is observed, as SIRT normal tissue doses are commonly found above these limits (6). For our conditions, average dose to the liver caused by 90 Y microspheres that lodge evenly in non-tumor tissue is 6 Gy. In addition, we estimated D 10 values in the range of 5-30 Gy and D 25 values of <10 Gy from radiation imparted by nearby tumor tissue (ideal image scenario). The overall normal tissue dose therefore seems acceptable compared to EBRT (19, 20) ; however, higher total liver doses can be expected as these doses are imparted from a single tumor (e.g. 20% tumor burden and 24-mm radius accounts to three tumors in the treated lobe). Furthermore, non-spherical shaped tumors would impart relatively more radiation on surrounding tissue. The summation of dose charts therefore requires patient-specific information regarding both liver and tumor geometry and reciprocal positioning. Direct comparisons with tolerance limits from EBRT may, regardless of a complete liver mapping, be difficult to infer due to clustering of microspheres in normal tissue, local dose deposition around each microsphere, and radiobiological effects from different dose rates. Nevertheless, the first premise is a correct rendering of the absorbed dose map.
In conclusion, the respiratory movement of the liver during 90 Y PET acquisition is perhaps one of the greatest challenges for patient dosimetry, which to our knowledge has not yet been thoroughly discussed. We have in this work demonstrated an underestimation of tumor dose and overestimation of normal liver dose due to mismatch between the imaged and the actual microsphere positions. As the exact values will depend on tumor biology, patient respiratory pattern, and scanner specific parameters, no general correction factors between imaged and actual 90 Y uptake is suggested.
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